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Abstract
The minimal invasive nature of lasers, with quick tissue response and healing has made them 
a very attractive technology in various fields of dentistry which serves as a tool to create a 
better result than ever before. The rapid development of lasers and their wavelengths with 
variety of applications on soft and hard tissues may continue to have major impact on 
the scope and practice in prosthetic dentistry. The purpose of this article is to make every 
clinician familiar with the fundamentals of lasers and different laser systems to incorporate 
into their clinical practices.
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Introduction 
A thorough knowledge regarding different lasers and its 
interaction within the target tissue of the oral cavity is 
essential to ensure optimal treatment results.1 Over the 
course of the past five decades, laser technology has made 
a niche market in the field of dentistry. The first laser, syn-
thetic ruby laser was invented by Theodore Maiman2 in 
1960. Golman et al3 and Stern and Sognnaes4 described 
the effect of ruby laser on dentin and enamel in 1964. In 
1985, Myers and Myers modified an ophthalmic Neo-
dymium- based laser (Nd:YAG) for dental use.5 This ar-
ticle reviews the role of lasers and its applications in the 
field of removable and fixed prosthetic dentistry.

Physical Science
An acronym “LASER” stands for “Light Amplification by 
Stimulated Emission of Radiation.” Spontaneous emission, 
Stimulated emission, and Absorption are the three dif-
ferent phenomenon which occurs during the formation 
of an atomic spectral line described by Albert Einstein 
in 1916.6 LASER is a monochromatic and coherent light 
which is produced by the release of more photons which 
triggers chain reaction. The laser compartment consists 
of six major components (Figure 1); which is important 
to understand for the production of light.7

Active Medium: It is an optical cavity consists of chemical 
compounds or substances, molecules at the centre.
Pumping Mechanism: Optical cavity is surrounded by 
pumping unit which is either a arc light or a flash light for 
excitation, or it can be an electromagnetic coil or diode 
unit. 

Optical Resonators: They are usually a polished surfaces 
or two mirrors which are aligned at each end of the op-
tical cavity. The function of the optical resonators are to 
perform amplification and collimation of the developing 
beam. 
Cooling System: A heat is generated during the production 
of laser energy. So a cooling system is used to lower the 
temperature of the compartments.
Control Panel: Control panel is used to control variable 
parameters for the output of the laser.
Delivery System: It is a system through which laser reach-
es its targeted site. Examples are articulated arm, a hand-
piece, a flexible hollow wave guide or a quartz fibre-optic.

Laser Interaction With Target Tissue
Laser interacts with the target tissue in four different 
ways, depending upon the optical properties (Figure 2).8

Absorption: Laser wavelength, pigmentation of the tissue, 

Figure 1. Basic Components of a Laser.
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amount of water present in the tissue, emission mode of 
the laser are the major constituents based on which the 
tissue absorbs the total amount of energy. Longer wave-
lengths are less readily absorbed than the shorter wave-
lengths (500-1000 nm) in pigmented tissue and blood 
elements.
Transmission: Transmission is the direct passage of the la-
ser energy through the target tissue without any effect, the 
inverse of absorption. It is highly based on the wavelength 
of the laser light. 
Reflection: The third effect is reflection, in which the laser 
beam bounces off the target surface with no effect. A car-
ies detector is used to measure the degree of sound struc-
ture of the tooth.
Scattering: Unwanted tissue injury could occur, if heat is 
transmitted to the tissue through scattering at the surgical 
site.

Laser Energy and Tissue Temperature
When the tissue is exposed to the temperature above nor-
mal, the initial phase hypothermia occurs, but the tissue 
is not destroyed. Denaturation and co-agulation of the 
protein occurs approximately at 60°C. The clinical prac-
titioner can remove the granulomatous lesion by utilizing 
the laser parameters within the temperature range, with-
out vaporization of the surrounding tissue. Adherence of 
the tissue layers occurs at 70°C to 80°C. At 100°C, vapor-
ization of the water within the tissue occurs. The ablation 
starts at this temp but the dental tooth structures will not 
be ablated. At about 200°C, dehydration is complete and 
the tissue carbonizes (Figure 3). Continuous application 
of laser produces carbonisation of the tissue which pre-
vents normal tissue ablation, causing tissue necrosis.9,10

Classification of Lasers
According to the wavelength11:
• The ultraviolet spectrum range (approximately below 

400 nm).
• The visible spectrum range (approximately 400-700 

nm). 

• The infrared spectrum range (approximately 700 nm 
to the microwave spectrum). 

Wavelength from ultraviolet to the far infrared range are 
generally used in medical practice which ranges from 193 
nm to 1060 nm (Figure 4).

Use of Lasers in Prosthetic Dentistry
Dentists can choose from a variety of wavelengths to use 
in the oral cavity. A complete understanding of the inter-
action between each of these different laser wavelengths 
and the target tissues is essential to ensure optimal treat-
ment results.

Removable Prosthetics
Treatment of unsuitable alveolar ridges: Ill fitting den-
tures due to reduced stress bearing area increases the load 
in the natural remaining tissue structures which is not 
totally treated by soft linings. Soft tissue lasers are now 
a days used to perform surgery to expose the hard tissue 
such as bone with various soft tissue wavelengths. (CO2 
laser, diode, neodymium-doped yttrium aluminium gar-
net [Nd:YAG]). Erbium lasers are usually performed for 
hard tissue treatment procedures.12

Exostoses or tori removal: It may cause a prosthetic com-
plications, if they are enlarged or irregular in shape or the 
mucosal covering becomes ulcerated. These may interfere 
with the lingual extension or flanges of the mandibular 
prosthesis or palatal coverage of the maxillary prosthesis. 
erbium:yttrium-aluminum-garnet (Er:YAG) is the first 

Figure 2. Laser Interaction With Tissue.

Figure 3. Laser Energy and Tissue Temperature.

Figure 4. Electromagnetic Spectrum and Laser Wavelength.
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choice of treatment to excise the bony protuberances. The 
main advantage of the use of Er:YAG laser is the reduction 
of overheating, decontamination, biostimulation and the 
absence of the production of smear layer which interrupts 
with the healing process.13

• Fibroma: Fibrous tissue may be formed due to sharp 
denture flange or overcompression of posterior pal-
atal seal area which causes persistent injury to the 
tissue. This can be treated with any of the soft tissue 
lasers which allows the tissue to re-epithelialize. Car-
bonization was easily removed using a cotton swab 
soaked with a Lotagen® (36% dihydroxy dimethyl di-
phenylmethane- disulfonic polymerized) solution to 
ensure a rapid and better quality of healing.14

• Vesitbuloplasty: Vestibuloplasty is chosen when 
prosthetic stability is poor due to mandibular or 
maxillary crest atrophy and a small vestibule length. 
CO2 technology provides a simple and secure meth-
od. The sutures and grafts are not needed. Remov-
able denture must be immediately and temporarily 
relined with soft acrylic. Patients should wear the 
denture for 3 to 4 weeks after surgery.15

• Frenectomy: The presence of high labial frenulum 
(median or laterals) may cause instability of the oral 
prosthetic structure and should be removed to in-
crease the retention of the denture. A thin layer of a 
minimum of 1 mm of soft tissues should be kept to 
cover the maxillary bone up to the end of the vesti-
bule. The insertion of the frenulum at the level of the 
lip should also be removed. Sutures were made only 
on the lip’s side of the frenulum.12

• Epulis fissuratum: Epulis is the overgrowth of the 
mucosa in CD wearing patients, caused by the chron-
ic irritation of the tissue. The most commonly used 
techniques for the excision of the lesion are soft tissue 
lasers, surgical or electrical scalpel.16

• Denture stomatitis: Denture stomatitis (DS) is a 
chronic candidal infection associated with 60% to 
65% of denture wearers. Laser beam not only helps 
in ablation of superficial candida contaminated epi-
thelial surface, but also prevents inflammation of ad-
jacent normal mucosa. Postoperative prescription of 
antibiotics or non-steroidal anti-inflammatory drugs 
(NSAID) will not be required since the laser itself act 
as a virucidal and bactericidal. This may prevent the 
reinfection or secondary infection by bacteria. Lasers 
helps in adequate pain relief due to neuron sealing 
effect.17

• To study the accuracy of impression and complete 
denture occlusion: The newly developed laser scan-
ner is a 3D digitizer which tracks the co-ordinates 
from the specimen (x,y,z) and stores the data with a 
resolution of 130 mm at 100 mm. The 3D laser cap-
tures complex 3D texture-mapped models and they 
are exported into a 3D (Scan Surf) software applica-
tion where it is built and triangulated into a 3D mesh-
work image of the object.18

• Denture fabrication: Denture fabrication is done by 

selective laser sintering (SLS). Laser fusion utilises a 
high power beam of CO2 laser which melts the poly-
mer or metal powders at raised temperature. Thus, 
it builds the strong and most durable form of design 
from a digitized model which is stored as a standard 
triangulation language (STL) format.19

• Laser welding component of removable partial den-
tures: Nd:YAG laser is used for the prosthetic con-
struction. With laser welding, 20%-50% higher val-
ues of tensile strength can be achieved in comparison 
with soldering.20

Fixed Prosthetics
• Crown lengthening: Lasers provides optimum oper-

ator control, finely traces the incision lines and pre-
cisely sculpts the gingival margin. For osseous crown 
lengthening,21 Erbium laser treatment shows mini-
mal displacement of the tissue and isolated papillae is 
limited for flap preparation if necessary.

• Tooth preparation: Er:YAG laser is the treatment of 
choice for preparing dental hard tissues. In most in-
stances, the Er:YAG laser numbs the tooth, so there is 
usually no need for anaesthetic. A high-speed hand-
piece may cause microfractures in the enamel, where-
as there is no risk of microfracture with the laser.22

• Trough formation: Trough is created around the 
tooth structure before impression procedure. Which 
eliminates the need of retraction cord placement, 
electrocautery, and hemostatic agents. The laser pro-
vides efficient, predictable, no or minimal bleeding 
during the impression procedure, thus minimises the 
post-operative pain and chair time.23

• Laser phototherapy: Low-level laser therapy (LLLT) 
such as AsGaAl (gallium aluminum arsenide) 660 
nm laser is used in the gingival sulcus, gingival tis-
sue surrounding the crown preparation to promote 
soft tissue bio-modulation; so that no inflammation 
signals should be present in the gingival tissue before 
the final luting procedure.24

• Dentinal decontamination: High-level laser therapy 
(HLLT) is used as a last step before the final cementa-
tion of crown due to their better penetration into den-
tinal tissues and microbial inhibition properties.25-27

• Veneer removal: The laser energy transmits through 
the ceramic glass and is absorbed by the water mol-
ecules present in the adhesive. De-bonding occurs 
at the silane – resin interface. The technique takes 
approx. Two seconds to 2 minutes for ceramic res-
torations, based on the thickness of the ceramic res-
toration.28

• Bleaching: In-office bleaching treatments are com-
monly done by Ar and diode lasers. KTP laser and 
H2O2 gel combination (Smart Bleach gel [SBI]) is 
currently the only laser bleaching system with pho-
tothermal, photochemical and photocatalytic activi-
ty. Laser tooth whitening is to achieve the ultimate 
bleaching power while avoiding any adverse effects.29 

• E model preparation: 3D laser scanner is a valuable 
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tool for its ease of application and no need of cast 
preparation as e-models are prepared from scanned 
impressions. It consists of laser beam (visible light) 
and camera like device which employs the principles 
of triangulation.30

Implantology
• Second stage uncovering: CO2 laser and almost all 

types of lasers are used to remove overlying soft tis-
sue. Immediate impression can be taken after second 
stage surgery due to minimal blood contamination 
and tissue shrinkage.

• Repair of ailing implant: LLLT such as diode soft la-
ser (690 nm) are used on the contaminated surface 
for 60 seconds after the placement of toluidine blue 
O for 1 minute. It reduces the bacteria count by 92%.

• Implant site preparation: The removal of the overly-
ing structure at implant site leads to fast healing time, 
better integration, minimal patient discomfort, and 
more bone to implant contact.31

• Peri-implantitis: Diode laser, CO2 laser and Er:YAG 
laser can be used to remove granulated tissue at the 
inflammatory site and to decontaminate the implant 
surface.32

Aesthetic Dentistry
• Smile design: Argon, CO2, diode, erbium, and pulsed 

Nd:YAG lasers are currently used for smile design-
ing. Before using laser, soft tissues are marked with 
pencil for the determination of proper gingival con-
tour, symmetry, axial inclination, and zenith. A peri-
odontal probe is placed apically to the alveolar crest 
to measure the marginal gingiva. Biological width 
is determined and it is marked as the reference spot 
with laser allowing the clinician to focus on aesthet-
ics and serving as the visual finishing point.33

Maxillofacial Prosthodontics
• 3D Printing: 3D printing for both bony and soft tis-

sue reconstruction, has become the essential clinical 
tool which derives a model from a computer-aided 
design (CAD) built in a layer by layer fashion. Var-
ious 3D printing techniques have been explored in 
the clinical setting such as stereolithography, multijet 
modelling, SLS, binder jetting and fused deposition 
modelling.34,35

Laser Hazard and its Safety Measures
The output of certain lasers are vulnerable to human body 
and its exposure can cause injury to the eye and skin. Con-
trolling the hazards depends on the limited access to the 
room and equipments, proper use of personal protective 
devices, monitoring the system, testing and operations 
of the laser and its delivery systems, correct applications, 
and vigilance on the part of each laser team member.36 A 
new system of classification by International Electrotech-
nical Commission (IEC), a global organization is set to 
indicate the level of laser beam hazard shown in Table 1.37

Conclusion
Laser offers shorter and painless procedure with minimal 
or no discomfort, thus less damage to the surrounding 
tissue. It is an effective and excellent method to be used 
in various applications ranging from soft tissues to hard 
tissues. The Clinical practitioner and the Dentists should 
be knowledgeable about the various systems of laser so 
that they can maximize the number of procedures in den-
tal practices.
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